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Abstract: Cardiopulmonary exercise testing (CPET) provides assessment of 
the integrative responses involving the pulmonary, cardiovascular, and 
skeletal muscle systems. Application of exercise testing remains limited to 
children who are able to understand and cooperate with the exercise protocol. 
Near-infrared spectroscopy (NIRS) provides a noninvasive, continuous 
method to monitor regional tissue oxygenation (rSO2). Our specific aim was 
to predict anaerobic threshold (AT) during CPET noninvasively using two-site 
NIRS monitoring. Achievement of a practical noninvasive technology for 
estimating AT will increase the compatibility of CPET. Patients without 
structural or acquired heart disease were eligible for inclusion if they were 
ordered to undergo CPET by a cardiologist. Data from 51 subjects was 
analyzed. The ventilatory anaerobic threshold (VAT) was computed on 𝑉𝑉𝐶𝐶𝐶𝐶2 
and respiratory quotient post hoc using the standard V-slope method. The 
inflection points of the regional rSO2 time-series were identified as the 
noninvasive regional NIRS AT for each of the two monitored regions (cerebral 
and kidney). AT calculation made using an average of kidney and brain NIRS 
matched the calculation made by VAT for the same patient. Two-site NIRS 
monitoring of visceral organs is a predictor of AT. 
Keywords: NIRS, Cardiopulmonary exercise testing, Anaerobic 
threshold, Noninvasive monitoring  
Introduction 
Cardiopulmonary exercise testing (CPET) provides assessment 
of the integrative responses involving the pulmonary, cardiovascular, 
and skeletal muscle systems, which are not adequately assessed 
through the measurement of global or individual organ system 
function during resting conditions. It is based on the principle that 
failure typically occurs while the system is under stress.6,15 Near-
infrared spectroscopy (NIRS) provides a noninvasive, continuous 
method to monitor regional tissue oxygenation (rSO2).10,23 The use of 
multisite NIRS monitoring during CPET for the purpose of studying 
global cardiac output distribution trends, through the patterning of 
visceral, muscular, and cerebral saturation data in combination with 
oxygen-consumption data, has been reported in a pilot study.17 Our 
specific aim was to predict anaerobic threshold (AT) during CPET 
noninvasively using two-site NIRS monitoring. The application of 
exercise testing remains limited to children who are able to understand 
and cooperate with the exercise protocol and who can tolerate the 
equipment necessary for measurement of cardiopulmonary responses. 
Modification of CPET instrumentation by adding complementary 
technology for those subjects that cannot tolerate some of the 
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equipment would open this method of assessment to a wider range of 
subjects, particularly younger children, thereby conferring significant 
advantage. Achievement of a practical noninvasive technology for 
estimating AT will increase the compatibility of CPET for the pediatric 
population and validate two-site NIRS monitoring for detection of AT 
during progressive exercise. 
Methods 
This study was initiated with funding assistance from the 
Children’s Research Institute, a division of Children’s Hospital and 
Health System and the Medical College of Wisconsin, Milwaukee, WI, 
with Institutional Review Board approval. Patients without structural or 
acquired heart disease were eligible for inclusion if they were ordered 
to undergo CPET by a cardiologist at the Herma Heart Center’s 
Exercise Physiology Laboratory for evaluation of non–life threatening 
symptoms. The patients underwent a routine physical examination 
before initiation of the exercise assessment. Consent from parent and 
assent from subject was obtained before enrollment. 
The CPET protocol began with application of 12-lead 
electrocardiogram (ECG) leads, an automated oscillometric blood 
pressure cuff on the left arm, and a pulse oximeter on the right index 
finger (Masimo, Irvine, CA). Two NIRS probes with 4-cm source-
detector spacing and shallow-field rejection (Adult Somasensor, INVOS 
5100C; Somanetics Corporation, Troy, MI) were placed on the midline 
forehead and below the 12th rib in the left para vertebral space (rSO2-
C, rSO-R), respectively. Regional rSO2 was recorded continuously at 
1-min intervals at rest, during exercise, and through a 5-min recovery 
period. Baseline spirometry using a forced expiratory maneuver was 
performed according to the standards of the American Thoracic 
Society. Patients were introduced to the treadmill and given specific 
instructions as to what to expect during the exercise portion of the 
study. Immediately before the initiation of exercise, a snorkel-style 
mouthpiece was placed in the child’s mouth for the measurement of 
breath-by-breath oxygen consumption (𝑉𝑉𝐶𝐶2), carbon dioxide production 
(𝑉𝑉𝐶𝐶𝐶𝐶2), and instantaneous respiratory quotient (RQ). After 1 min of 
baseline data collection, a ramping treadmill protocol was initiated 
using a standard Bruce protocol on a treadmill ergomater (GE Medical 
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Systems, Milwaukee, WI). At set intervals throughout the test, the 
workload was progressively increased. The progression was terminated 
when the child reached voluntary or symptom-limited exhaustion 
(quitting time). Throughout the exercise portion of the test, 12-lead 
ECG, blood pressure, and O2 saturation, in addition to breath-by-
breath ventilatory measures, were recorded every minute. 
Immediately after exercise, the child was allowed to cool down for 3 
min by walking slowly, with the remainder of the 5-min recovery being 
performed in a seated position. All 𝑆𝑆𝑝𝑝𝑝𝑝2, heart rate, blood pressure, 
(𝑉𝑉𝐶𝐶2), 𝑉𝑉𝐶𝐶𝐶𝐶2, RQ, and NIRS data were synchronously aggregated. A test 
was considered satisfactory if the subject exceeded 90% of predicted 
maximum, a plateau occurred in oxygen consumption that did not 
increase with increasing work, or the RQ was > 1.10. Subjects who 
completed the CPET protocol satisfactorily were included in this 
analysis. Subjects who were unable to complete the CPET protocol or 
those with incomplete metabolic cart data acquisition were excluded. 
The ventilatory anaerobic threshold (VAT) was computed on 
𝑉𝑉𝐶𝐶𝐶𝐶2  and RQ post hoc using the V-slope method.19 The absolute two-
site data and the change from resting baseline were analyzed using 
time-series. For each subject, the slope ΔrSO2/min was computed for 
both renal and cerebral beds for the respective aerobic, anaerobic, and 
recovery periods. The inflection points of the regional rSO2 time-series 
were identified as the noninvasive regional NIRS anaerobic threshold 
(NAT) for each of the two monitored regions individually (NAT—rSO2-
C, NAT—rSO2-R). A composite two-site measure (average NAT) was 
defined by the average of regional NAT measures. This study used a 
correlational design with all patients having AT calculated based on 
NIRS and VAT measurements. AT calculations were performed based 
on NIRS data from the brain, kidney, and an average of both brain and 
kidney data in all patients. In addition, VAT-based calculations was 
also performed for all patients. 
Results 
Data from 51 subjects, average age 16.63 ± 6.81 years (26 
male) were used for analysis (Table 1). Average exercise time was 
13.2 ± 2.54 min. Data for rSO2-C in one subject was not available due 
to problems with the probe-skin adhesion. There were no other data 
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dropouts during the study. The main outcome measures were as 
follows: (1) AT calculated using NAT brain, NAT kidney, and average of 
brain and kidney, (2) average NAT, and (3) VAT. Pearson product-
moment correlation was used to determine the relationship between 
the NAT values as well as VAT. In addition, three Bland-Altman plots 
were constructed to assess the agreement between the NAT and VAT. 
Mean differences were then calculated by way of subtraction of NAT 
from VAT, and the limits of agreement (LOAs) were calculated by 
adding and ±2 SD of the mean differences to the mean differences.4 A 
p-value ≤0.05 was considered statistically significant. Statistical 
analysis was performed using SPSS (version 17; SPSS, Chicago, IL). 
The Pearson product moment correlation coefficient for average NAT 
compared with VAT was strong in the positive direction, indicating that 
an AT calculation made using an average of kidney and brain NIRS 
matched the calculation made by VAT for the same patient. The 
Pearson product moment correlation coefficients for kidney NAT and 
brain NAT compared with VAT both showed moderate correlations, 
indicating that AT calculations made using only kidney or brain NIRS 
may not be as close to calculations made by VAT for the same patient 
(Table 2). The Bland-Altman plots showed a fairly wide range of LOA 
values: −3.80 to 2.50 for average NAT, −4.29 and 2.26 for brain NAT, 
and −4.07 and 3.68 for kidney NAT. LOA calculations are listed in 
Table 3. Mean difference of values, however, was small: −0.65 for 
average NAT, −1.01 for brain NAT, and −0.20 for kidney NAT. This 
study is the first to compare NAT and VAT calculations in a series of 
patients and demonstrates that NIRS tends to underestimate AT 
compared with VAT. Despite moderate to strong correlations between 
the measurement methods, there were wide ranges of LOA values as 
demonstrated by the Bland-Altman plots (Figs. 1, 2, 3). Distribution of 
differences in the two measures did not vary between low and high AT 
values. Mean difference of values, however, was small for all three 
comparisons. It is thus important for physicians to take into account 
the underestimation and how it may affect clinical interpretation and 
decision-making. Average NAT has a greater degree of agreement with 
VAT and seems to be the most appropriate of those measures 
assessed by this study for clinical use. Clinical implications of study 
results will vary in respect to the specific clinical situations. NAT 
calculation offers a more convenient method of calculation because it 
is less invasive and thus more comfortable for patients and simpler to 
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use for operators. In addition, equipment is readily available and easy 
to use. 
 
Table 1. Patient demographics 
Age (years) 16.62 ± 6.81 
Total no. of patients 51 
Male 26 
Female 25 
Forced vital capacity (L) 3.85 ± 1.05 
FEV1 (L) 3.37 ± 0.87 
FVC/FEV1 (%) 87.56 ± 7.04 
Exertion time (min) 13.20 ± 2.54 
Resting heart rate (bpm) 74.51 ± 12.58 
Peak heart rate (bpm) 193.53 ± 10.11 
Resting systolic blood pressure (mm Hg) 110.70 ± 8.55 
Resting diastolic blood pressure (mm Hg) 67.95 ± 8.35 
Peak systolic blood pressure (mm Hg) 136.06 ± 22.20 
Peak diastolic blood pressure (mm Hg) 67.95 ± 8.35 
𝑉𝑉𝐶𝐶2 peak 2.64 ± 0.88 
𝑃𝑃𝑉𝑉𝐶𝐶2 peak 102.02 ± 24.67 
𝑉𝑉𝐶𝐶2 ml/kg peak 43.09 ± 9.7 
𝑉𝑉𝐶𝐶𝐶𝐶2 0.34 ± 0.3 
𝑉𝑉𝐶𝐶𝐶𝐶2 peak 2.96 ± 1.0 
RQ peak 1.11 ± 0.07 
Resting PET CO2 36.83 ± 3.25 
Peak PET CO2 37.74 ± 5.03 
 
Table 2. Pearson product-moment correlations between NAT and VAT 
calculations 
Measurement Pearson product-moment correlation coefficient p 
Average NAT 0.76 <0.001 
Brain NAT 0.270 0.088 
Kidney NAT 0.16 0.277 
 
Table 3. Limits of agreement for Bland-Altman plots for NAT versus VAT 
calculations 
Measurement Difference (mean ± SD) 
Average NAT −0.65 ± 1.61 
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Measurement Difference (mean ± SD) 
Brain NAT −1.01 ± 1.67 
Kidney NAT −0.20 ± 1.98 
 
Fig. 1. Bland-Altman plot for average NAT and VAT 
 
 
Fig. 2. Bland-Altman plot for brain NAT and VAT 
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Fig. 3. Bland-Altman plot of kidney NAT and VAT 
Discussion 
CPET is used increasingly in a wide spectrum of clinical 
applications for evaluation of undiagnosed exercise intolerance and for 
objective determination of functional capacity and impairment.1 AT has 
been defined as an intensity of exercise above which an uncoupling of 
oxygen delivery-to-oxygen consumption relationship is associated with 
lactate accumulation in the blood, increased carbon dioxide output, 
and increased ventilatory rate.11,19 Various methods of determining AT 
have previously been used. The simplest and the most common 
method used is the V-slope method, which is based on determination 
of the nonlinear point of increase in slope of carbon dioxide production 
(𝑉𝑉𝐶𝐶𝐶𝐶2) versus oxygen uptake (𝑉𝑉𝐶𝐶2) during incremental exercise.2 
NIRS devices measure venous-weighted oxyhemoglobin 
saturation in a field of tissue, rather than in arteries, and thus the 
rSO2 parameter provides a window into regional oxygen supply-and-
demand relationships. The concept of multisite NIRS monitoring to 
characterize changes in integrative circulatory physiology has been 
previously described and has been extensively evaluated in the 
cerebral,8,9,13,21,23,24 splanchnic,7,16 and quasi-global circulations.12,18,22 
Hoffman et al. used frontal cerebral (rSO2-C) and dorsolateral T10-L2 
(rSO2-R) renal probe sites to reflect changes in regional oxygenation 
in circulations presumably under different physiologic control and 
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found distinct changes in cerebral and somatic oxygenation during 
different phases of operation with full flow bypass and selective 
cerebral perfusion, thus demonstrating the regional nature of rSO2 
measures. NIRS can be used to monitor cerebral and somatic 
oxygenation in various clinical situations, including during 
cardiopulmonary bypass, deep hypothermic circulatory arrest,9,14 and 
in other high-risk newborns3,7,20,22,23 and has been found to be helpful 
in predicting cerebrovascular dysfunction13,20 and splanchnic ischemia.7 
The use of multisite NIRS monitoring during CPET for the 
purpose of studying global cardiac output distribution trends, through 
the patterning of visceral, muscular, and cerebral saturations data in 
combination with oxygen consumption data, has been reported in a 
pilot study.17 During exercise, AT is associated with rapid desaturation 
in nonexercising organs. AT can be estimated at the point of slope 
change of rSO2-R and rSO2-C, as well as the four-site composite 
measure, during CPET. Using an agreement criterion of 2 min, VAT 
was best estimated by the four-site average NAT, followed by cerebral 
and renal NAT. The agreement for arm and leg sites was not good. 
This follow-up study showed that two-site NIRS monitoring of 
visceral organs is a potential predictor of AT. We chose to use the Food 
and Drug Administration–approved conventional two-site NIRS 
monitoring technology in CPET. Brain and kidney monitoring sites were 
chosen for prediction of AT because they represent two poles of 
circulatory hierarchies and are not directly affected by exercise 
modality or location of exercising muscle. The trends in somatic 
regional oxygen saturations showed progressive desaturation with an 
accelerated slope after AT until exhaustion, which was followed by 
rapid recovery. By using the data from multiple visceral organs that 
have been tested in clinical practice, we have described a method of 
monitoring that should be broadly applicable to different types of 
exercise. In this study, we have shown that AT can be reliably and 
accurately estimated by the point of slope change of rSO2-R and 
rSO2-C during CPET. However, this study also demonstrates that NIRS 
tends to slightly underestimate AT. Despite moderate to strong 
correlations between the measurement methods, there were wide 
ranges of LOA values as demonstrated by the Bland-Altman plots 
(Figs. 1, 2, 3). Distribution of differences in the two measures did not 
vary between low and high AT values. Mean difference of values, 
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however, was small for all three comparisons. It is thus important to 
take into account the underestimation and how it may affect clinical 
interpretation and decision-making. Average NAT has a greater degree 
of agreement with VAT and seems to be the most appropriate of those 
assessed in this study and for clinical use. 
Application of exercise testing remains limited to children who 
are able to cooperate with the examiner and tolerate the equipment 
necessary for measurement of cardiopulmonary responses. Peak 
performance is more dependent on the subjects’ motivation, especially 
in children.5,15 Ability of two-site NIRS monitoring to detect AT will 
resolve this problem and make CPET compatible with a wide range of 
pediatric age groups. Modification of CPET by adding complementary 
technology for those subjects who cannot tolerate some of the 
equipment would confer significant advantage. This type of NIRS-
guided CPET technology is currently unavailable to children with heart 
disease and potentially could change the management and follow-up 
strategies for patients with every form of congenital heart disease. 
Limitations 
Limitations of this study include a relatively low number of 
patients, which leads to greater effects of outlying data points on 
calculations. Additional patient data may lower mean difference and 
decrease width of LOA values. This study also demonstrates the low 
utility of correlation coefficients when assessing agreement between 
measurement methods. Bland and Altman propose reasons for this, 
such as the inability of correlations to demonstrate LOA, the need for 
correlating points to demonstrate a linear relationship rather than 
showing relation to a line of equality, the effect of range of values on 
correlation, and the inutility of significance values present in 
correlations to agreement.4 
Conclusion 
Two-site NIRS monitoring of visceral organs is a predictor of AT. 
NAT calculations offer a less-invasive alternative to VAT during CPET. 
Although the LOA between the measures was wide, mean differences 
were small, and NAT calculations, specifically average NAT, can be 
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used interchangeably with VAT in situations in which clinical 
significance of this variance is deemed negligible. 
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